Morbidity from in vitro fertilization secondary to instrument failure: a case report.
This case illustrates the need for careful monitoring of equipment used for assisted reproduction. Unfortunately, most such devices have been considered investigational and have not been held to the usual scrutiny of government regulating agencies.